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Accreditation Body of Iranian Association of
Clinical Laboratory Doctors (AB-IACLD)

herewith confirms that :

Medical Laboratory:
Pasteur Pathobiology Laboratory

Address: Alley 42, Mellat Street, Shahrekord City,
Chaharmahal and Bakhtiari Province, Iran

Postal code: 8816897795

Tel: 32270477-038

Fax: 32275386-038

E-mail/Website:

Azmayeshgah.pasto

r@gmail.com

Pasteuriab_sh.com

This laboratory is accredited in accordance with ISO
15189:2022 and has fulfilled the requirements for
accreditation within the scope in the appendix of this
document .
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Appendix-Scope of Accreditation Pasteur Pathobiology Laboratory
* A star mark indicates “Extended” items in the scope
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Reference:
National, International Standards/
No Discipline Analyte/Test Test sample Test Method In-house methods/
Equipment/
1 Biochemistry Glucose Serum, plasma Photometric | GOD-PAP/MINDRAY 800
2 ; : Cholesterol ;
Biochemistry Total Serum, plasma Photometric | CHOD-POD/MINDRAY 800
¢ Biochemistry | Triglycerides Serum, plasma Photometric | GPO-POD/MINDRAY 800
4 4 : : Direct. Enzymatic
Biochemistry LDL Serum, plasma Photometric Colorimetric/MINDRA Y800
g : ; Direct. Enzymatic
5 | Biochemistry HDL Serum, plasma Photometric Colorimetric/MINDRA Y800
; . . Phosphomolybdate
6 Biochemistry Phosphorus Serum, plasma Photometric /MINDRA Y800
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Appendix-Scope of Accreditation Pasteur Pathobiology Laboratory
* A star mark indicates “Extended” items in the scope
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Reference:
L National, International Standards/
No Discipline Analyte/Test Test sample Test Method In-house methods/
Equipment/
Alkaline .
: ! - P-Nitrophenyl phosphate-.
7 Biochemistry | Phosphatase Serum, plasma Photometric DGKC/MINDRAYS800
(ALP)
8 Biochemistry ALT(GPT) Serum, plasma Photometric | UV.IFCC/MINDRAY 800
9 | Biochemistry | AST(GOT) Serum, plasma Photometric | UV.IF CC/MINDRAYSOO
10 Hormone T4 Serum, plasma FCL Cobas €411
11 Hormone Total PSA Serum, plasma ECL Cobas e41 1
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Reference:
National, International
No Discipline Analyte/Test | Test sample Test Method In_hi:f;dg;;/ods /
Equipment/
. ! Sysmex XN 1000
Laser light scatter/
127 Hematilocy bk WholofS chemical dyes Mindray BC-6800Plus
Complete Laser light scatter/ Sysmex XN 1000
Blood Cell Whole chemical Dyes and :
13* | Hematology | Count (CBC) - Checked by the Mindray BC-
with manual microscopic 6800Plus
Differential method
' Sysmex XN 1000
14 Hematology RBC Whole blood Electrical impedance Mindray BC-6800Plus
Hemoglobin Cyamde.-free .SLS Sysmex XN 1000
15 Hematology Whole blood Colorimetric ‘
(Hgb) Mindray BC-6800Plus
o Hematocrit | Whole blood S Sysmex XN 1000
alculate
pematgii (HCT) Mindray BC-6800Plus
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Appendix-Scope of Accreditation Pasteur Pathobiology Laboratory
* A star mark indicates “Extended” items in the scope
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Reference:
National, International
No Discipline Analyte/Test Test sample Test Method Standards/
In-house methods/
Equipment/
T sy Whole blood T Sysmex XN 1000
ectrical impedance
e i Mindray BC-6800Plus
i o Whole blood il Sysmex XN 1000
alculate
temiolony Mindray BC-6800Plus
{5 S Whole blood e Sysmex XN 1000
alculate
HematolggH Mindray BC-6800Plus
Sysmex XN 1000
20 | Hematology Platelets Whole blood Electrical impedance Mindlg BC-6800Plus
Prothrombin ; ' of*
21 | Hematology Time (PT) Plasma Optical clot detection | Stago Compact Max 2
Activated Partial Optical clot detection
22 | Hematology Thrombeplisti Time Plasma Stago Compact Max 2
(aPTT)
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