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 هدف   1

است که آزمايشگاه  نماد و ادعای اعتباربخشیاستفاده از معیارهای و  IACLDهدف از تدوين اين مدرک، معرفی نماد 

 اعتباربخشی شده توسط نهاد، مجاز به استفاده از آن است. 

،  ILAC MRAو امضای FULL Memberبعنوان  ILACدر  IACLD همچنین اين مدرک، با توجه به عضويت

مجاز به استفاده  IACLDهای اعتباربخشی شده توسط را که آزمايشگاه ILAC MRAمعیارهای استفاده از نشان ترکیبی 

 کند.هستند، ارائه می

 

 دامنه كاربرد  2

 جهت اجرای فرآيند علمی دکترای علوم آزمايشگاهی تشخیص طبی ايران در نهاد اعتباربخشی انجمن مدرکاين  

 .کاربرد داردهای تشخیص پزشکی گاهاعتباربخشی آزمايش

 

 مسئوليت  3

 است. نهاد اجرايی، بر عهده مدير مدرکمسئولیت اجرای اين  3-7

 .استمدير نهاد اعتباربخشی ، بر عهده مدرک مسئولیت نظارت بر اجرای اين 3-0

 

 اصطلاحات و تعاريف -4

 باشد:زير میو مدارک  های ارائه شده در استانداردهاهتعاريف و واژ براساس مدرکبکار رفته در اين  اصطلاحات و تعاريف

-ISO/IEC 17011-2017: Conformity assessment — Requirements for accreditation bodies accrediting 

conformity assessment bodies 

 .ه استدر ذيل آورده شد مدرکاين  خاصاصطلاحات  تعاريف پرکاربرد از استانداردهای فوق و نیز 

 

  IACLD (IACLD LOGO)لوگوي -4-1
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سکوپ وو شامل است بر نشانی به رنگ آبی تیره و میکرشود برای شناساندن خود استفاده می IACLDنشانی که توسط 

دور آن و حروف هبصورت نیم دايره ب Iranian Association of Clinical Laboratory Doctorsتوپری در وسط، و عنوان 

 بصورت زير است: IACLD. لوگوی در پايین نشان IACLDاختصاری 

 
 

 ) (IACLD IACLD Symbol  نماد-4-2

های اعتباربخشی شده)يا اکرديت شده( به منظور نشان دادن اينکه آن برای استفاده آزمايشگاه IACLDنمادی که توسط 

  ت.و آزمايشگاه مجاز به استفاده از آن اسشود اند، صادر میها اعتباربخشی شده

 Iranian Association of Clinicalنمادی است به رنگ آبی تیره، يک میکروسکوپ توخالی در وسط، عنوان 

Laboratory Doctors بصورت نیم دايره بدور آن، حروف اختصاریIACLD   ،کد گواهینامه اعتباربخشی و در پايین

 IACLDق وب سايت آزمايشگاه است. نماد آدرس لینک دسترسی به آخرين ويرايش گواهینامه اعتباربخشی از طري

 بصورت زير است:

 

 

Accreditation Certification No.: 
IACLD-MLXX 

http://www.   .com 
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 ILAC MRAنشان  – 4-3

 .است ILAC به عنوان يک علامت ترکیبی )واژه/شکل( ثبت شده و مالکیت آن متعلق به ILAC MRA نشان

و نهادهای  ILAC مرتبط است و تنها توسط خود ILAC (MRA) يی متقابلبا ترتیبات شناسا ILAC MRA نشان

 .شده مجاز به استفاده مستقل از آن هستندای شناختههمکاری منطقه

 
 

 Combined ILAC MRA Markنشان تركيبي  -4-4

استفاده  ILAC MRA امضاکنندگاناعتباربخش  نهادبعنوان  IACLDکه توسط  ILAC MRA الف( الگوی نشان ترکیبی

  .شود، در زير نشان داده شده استمی

 ILAC MRA تواند در بالا، پايین يا در هر طرف نشانمی IACLDلوگوی نهاد اعتباربخشی و ILAC MRA نشانب( 

 .قرار گیرد، اما بايد در نزديکی يکديگر باشند

با شرايط و موافقت  ILAC R7-F1 هنامامضای توافقو  ILAC دبیرخانه های لازم باطی هماهنگی IACLD( پ

   را کسب کرده است. ILAC MRA، مجوز لازم برای استفاده از نشان ترکیبی  ILAC R7 شده در سندتعیین
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  :IACLDآزمايشگاه اعتباربخشي شده توسط براي  ILAC MRA نشان تركيبي -4-5

THE ACCREDITED CAB COMBINED ILAC MRA MARK 
 است. IACLDنهاد اعتباربخش  ی آزمايشگاه اعتباربخشی شده توسطتفادهبرای اس اختیارینشان يک 

است  ILAC MRAی مجاز به استفاده از اين نشان هستند زيرا نهاد امضا کننده IACLDهای دارای اعتبار از آزمايشگاه

 است.مضا کرده را ا ILAC MRA برای استفاده از نشان ILAC R7-F1 نامهتوافقو 

 است. ILAC MARKو نشان  IACLDبی از نماد اعتباربخشی اين نشان، ترکی

 شود.استفاده میزير ارائه گرديده  صورتی که در کادراين دو نشان در مجاورت هم و يا بالا و پايین يکديگر، به 

ها هنگام استفاده توسط آزمايشگاه نشان تغییر شکل طبق الگوی اصلی و خودداری از ايجاد تناسب و طراحی رعايت

 اکرديت ضروری است. 

 اند و مايل به استفاده از نشان ترکیبیشده IACLDاز  که موفق به اخذ اعتباربخشی های پزشکیآزمايشگاه

ACCREDITED CAB COMBINED ILAC MRA MARK هستند، بايد از نهاد اعتباربخشیIACLD مجوز ،

 .دريافت کنند

 ACCREDITED CAB نشان ترکیبی استفاده ازکه مايل به  IACLDآزمايشگاه اعتباربخشی شده توسط 

COMBINED ILAC MRA MARK موافقت کندنشانبا قوانین استفاده از پیش از دريافت مجوز از نهاد، ، بايد است ،. 

IACLD شده با نشاننشان ترکیبی آزمايشگاه اعتباربخشی ILAC MRA  و در شکلی که با مفاد  ارائه شدهرا مطابق قالب

با توجه به  .دهدمیشده خود قرار های پزشکی اعتباربخشیمطابقت دارد، در اختیار آزمايشگاه ILAC-R7 مندرج در سند

 Accredited CAB نشان ترکیبیمجوز استفاده از   IACLDبه ثبت رسیده، کشوردر  ILAC MRAاينکه نشان 
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Combined ILAC MRA MARK از اين نشان برای فعالیت توانندهای اکرديت نهاد میدهد و آزمايشگاهرا می-

 هاست نیز استفاده کنند.هايی که خارج از کشور محل استقرار آن

 

 

Accreditation Certification No.: 
IACLD-MLXX 

http://www.   .com 
 

 

 

 شرح فعاليت  -5

 IACLDخط مشي  – 5-1

IACLD  هامضاکنندبعنوان نهاد اعتباربخش ILAC MRA  نامهتوافقو ILAC R7-F1  از نشان ترکیبیILAC MRA 

 کند. استفاده می ،( است ILAC-R7طبق شرايط تعیین شده در اين مدرک )که درتطبیق با ضوابط 

نشان  ، مجاز به استفاده ازشوند IACLDکه موفق به اخذ گواهینامه اعتباربخشی از  های پزشکیآزمايشگاههمچنین 

هستند و روند کار ه از آن طبق شرايط تعیین شده در اين مدرک و نحوه استفاد ILAC MRAو  IACLDنماد ترکیبی

  خواهد بود. IACLDمورد نظارت نهاد اعتباربخش 

 

  شرح الزامات -5-2

 ILAC MRAبعنوان نهاد اعتباربخش امضا كننده  IACLDتوسط  ILAC MRAKضوابط استفاده از  -5-2-1

 : ILACدريافت مجوز رسمي از  -1

IACLD  از مجوز رسمیILAC   از طريق دبیرخانهرا  ILACبرای استفاده از نشان ILAC MRA اين کرد دريافت .

 شد.صادر   ILAC-R7 و پذيرش شرايط مندرج در سند ILAC-R7-F1 نامهمجوز پس از امضای توافق
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برای  IACLDنهاد اعتباربخش  لوگویصورت ترکیبی با به ILAC MRA نشاني: استفاده از نشان تركيب -2

-میاستفاده در دامنه مربوطه و ترويج اهداف و فعالیت های اعتباربخشی  ILAC MRAبعنوان امضا کننده  معرفی نهاد

 است. ILAC-R7 شده در سندشود. اين ترکیب بايد مطابق با الگوهای تعیین

 ILAC-R7های ظاهری تعیین شده در سند طبق ويژگی ILAC MRA نشان: رعايت قوانين بازتوليد نشان -3

 شود. می بکارگرفته

ثبت کشورها  بعضی در ILAC MRA نشانبا توجه به اينکه   :IACLDهاي جغرافيايي استفادهمحدوديت -4

خارج از کشور  هاینند از اين نشان برای فعالیتتوامی (CABs) نهادهای ارزيابی انطباق و شده يا در حال ثبت است، 

 کند. های اکرديت خود را حمايت میايشگاهاستفاده کنند. نهاد با لحاظ اين موضوع آزممحل استقرار 

نهاد اعتباربخشی مسئول : آزمايشگاه هاي اعتباربخشي شده توسط هانشان بر استفاده IACLDنظارت -5

هرگونه استفاده ومانع از  تحت اعتبار خود است هایسط آزمايشگاهتو ILAC MRA نظارت بر استفاده صحیح از نشان

  شد.خواهد کننده نادرست يا گمراه

 در فرم IACLDهای تحت اعتبارآزمايشگاه: IACLDهاي تحت اعتباربخشي نهاد با آزمايشگاه نامهتوافق -6

 ILAC MRA نشاننماد نهاد و تعهد به برآوردن الزامات اعتباربخشی و استفاده از  IACLD-F19نامه همکاری موافقت

مه لغو و در خصوص وضعیت اعتباربخشی آزمايشگاه ناتوافقعدم رعايت ضوابط، به نحو مقتضی  در صورت .دهندمی

  شود.ی میگیرتصمیم

ها و و شرايط اتحاديه ،آزمايشگاه اکرديت لغو شوددر صورتی که اعتبار : توقف استفاده در صورت لغو اعتبار -0

 نیست. ILAC MRA نشاننماد نهاد و استفاده از  ، آزمايشگاه مجاز بهيابد تغییر نهاد اعتباربخشیيا 

 

 

 ILAC MRA نشان تركيبي و  IACLDنماد از  IACLDآزمايشگاه تحت اعتبار ضوابط استفاده  -5-2-2

(Accredited CAB Combined ILAC MRA Mark)  

 بايست يک روش مستند برای موارد زير داشته باشد:آزمايشگاه می -7

  IACLD-ILAC MRA ترکیبی  نشانو  IACLDاستفاده از نماد الف( 

 وارد تبلیغاتیاز جمله در م IACLDی داشتن اعتبار از ب( ادعا
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صادر شده توسط  مدارکها/ یها/ گواهدر گزارش IACLD-ILAC MRA ترکیبی نشان و  IACLDاستفاده از نماد  -0

 مجاز است. ، IACLD بخشی شده توسطاعتبارتحت پوشش دامنه  یپارامترها/ تست ها یبرا اکرديت یهاآزمايشگاه

صادر شده  تبلیغات/ مدارکها /  یدر گزارش ها / گواه IACLD-ILAC MRA ترکیبی و نشان  IACLDنماد  استفاده از

 مجاز است. اعتباربخشی آزمايشگاه  فقط در دامنه اکرديت ، یها آزمايشگاهتوسط 

سايت آزمايشگاه، بر روی خود  علاوه بر قرار دادن تصوير کامل گواهینامه اعتباربخشی آزمايشگاه بدين منظور لازم است

 و نشان ترکیبی  IACLDنماد هر گونه ادعا مبنی بر اعتباربخشی و استفاده از  تمهیدی بکار بندد که اطمینان يابد

IACLD-ILAC MRA ه فقط در دامنه گواهینامه اعتباربخشی صادر مدارک، هایگواه،هاگزارشای،تبلیغات رسانه در

در صفحه اول ويا آخر و يا بالا يا پايین صفحات آزمايش ، فهرستی از آزمايش  می توانداست . بعنوان مثال آزمايشگاه 

 Accreditedعبارتی مثل  ،را ارائه دهد و يا در کنار عنوان تست ها در برگه آزمايش IACLDهای تحت اعتبار از نهاد 

test  .يا نظاير آن اضافه نمايد 

نشان و  IACLDمجاز به استفاده از نماد ، IACLD بخشی توسطرااعتب ی خارج از دامنهپارامترها یبرا هاشگاهيآزما

از  اکرديتریغ یپارامترهاو چنانچه  ستندین IACLD بخشیاعتبار تیوضع یادعا اي IACLD-ILAC MRA ترکیبی 

 ی باشندگزارشگواهی يا از  یبخش دينبانشده باشند، جدا  ايو/  مشخصبه وضوح ها/ مدارک صادره شده گواهی گزارشات/

 شود.صادر میو نشان ترکیبی مزبور  IACLDتحت نماد که 

های اعتباربخشی در آزمايشگاهتحت دامنه  IACLD اکرديت شگاهيصادر شده توسط آزما یهاگزارش ايو/ هایگواه -3

 .را برآورده کنند IACLDو  ISO 15189الزامات مربوطه  ديبا پزشکی،

مرتبط به آزمايشگاه اکرديت شده، مجاز به استفاده از نماد اعتباربخشی لث هر شخص ثا اي یفرع مانکارانیپ ان،يمشتر -4

IACLD  و نشان ترکیبی IACLD-ILAC MRA .نیستند 

در مدت اعتبار گواهینامه تنها  IACLD-ILAC MRA و نشان ترکیبی  بخشیاعتبار یادعا ايو/  IACLDنماد -5

 است.استفاده  قابل شگاهيآزمااعتباربخشی 

 آزمايشگاهتوسط  ديبا IACLD-ILAC MRA و استفاده از نشان ترکیبی داشتن اعتبار  یادعا ايو/  IACLDنماد  -6

 استفاده شود. ،اعتبار است یکه دارا یفقط تحت نام و آدرس IACLD اکرديت

ربخشی ینامه کامل اعتباگواه ديبا IACLD آزمايشگاه اکرديت ،در جای مقتضی گواهینامه اعتباربخشی هنگام ارائه -0

 را ارائه دهد.صفحات حاوی دامنه اعتباربخشی با  شامل صفحه رويی همراه
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به  دينبا IACLD-ILAC MRA يا نشان ترکیبی  و داشتناعتبار یهرگونه ادعا ايو/  IACLDنماد در استفاده از  -1

 است.بوده آزمايشگاه انجام شده در  یهاتیمسئول فعال IACLDکه وانمود شود  یاگونه

 IACLDبخشی توسط اعتباراسکوپ  در باشد که شگاهيآزما خاصی از فقط مربوط به مکان ديبا یاعتباربخش یاادع-7

فوراً  دي، باکندمحل را جابجا  ،اکرديت شگاهيکه آزما ی. هنگامگرياکرديت د ریغ هایمکان هو نه ب قرار گرفتهپوشش تحت 

مناسب  IACLDکه  یمتوقف کند تا زمان ديرا در محل جد بخشیاعتبار یهرگونه ادعا اي و/ IACLDاستفاده از نماد 

 کند. ديیو تأ تصديقرا  ديبودن محل جد

آزمايشگاه با درک و پذيرش ضوابط ذکر شده در اين مدرک، فرم موافقت نامه براوردن الزامات نهاد اعتباربخشی -72

 كند.را امضا مي IACLD-F19 توسط آزمايشگاه

ر رسیدگی به ادعاهای غیر مجاز يا نادرست در خصوص وضعیت اعتباربخشی يا استفاده نهاد اعتباربخش به منظو -77

خواست اقدام اصلاحی، هاد اعتباربخش ، اقداماتی چون درگمراه کننده يا غیرمجاز از نمادهای اعتباربخشی و نشان ن

 تعلیق، ابطال اعتباربخشی اعلان تخلف و درصورت لزوم اقدام حقوقی بکار می بندد.

را در گزارش يا  آنحق استفاده از  باطل شده است،آن به هر دلیلی اعتباربخشی که گواهینامه  اکرديتی آزمايشگاه-12

-یندارد. در صورت ادامه، سوء استفاده محسوب م IACLDاز طرف  اعتباربخشی شدهتبلیغات خود به عنوان آزمايشگاه 

 ريبه شرح زوتبلیغات   ILAC MRAو نشان  IACLDده از نماد سوء استفا برای جلوگیری از نهاد یاردمو نیشود. در چن

 کند:یم اقدام

 یاخطار کتب -

 شگاهيآزما یبر عدم اعتبار ادعا یمبن IACLD تيوب سا قياز طر یاعلام عموم -

گمراه  ايو اطلاعات اشتباه  ستین IACLD ديیمورد تا شگاهيآزما یاست: ادعا نيا های ذينفعطرفبه  IACLDپاسخ  -

 .ننده استک

 .اهیس ستیدر ل یبه عنوان متقاض ندهيسال آ 5مربوطه حداقل تا  شگاهيبه آزما یعدم ارائه خدمات اعتباربخش -

 یمراجع قانون قياز طر IACLDاز نماد  انتیدر خصوص ص یو اقامه دعو یریگیپ -

 

 

 ILAC-R7طبق ILAC MRA  از كاربرد نشان مثالي - 5-2-2
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و   ILAC MRA نامهامضاکنندگان توافق های اعتباربخشنهاد ، توسطILAC MRA از نشان موارد مجاز استفاده الف(

 هايیمثالاست.  ارائه شده ILAC R7ها، در سندی آنشدهاعتباربخشی (CAB) توسط نهادهای ارزيابی انطباق چنینهم

 از:  بارتنداز کاربرد نشان ع

 .های اعتباربخشیشی و گواهیهای اعتباربخاعتباربخشی، مانند دامنه مستندات-7

صادر  اند،شدهاعتباربخشی های پزشکی کهارزيابی انطباق نظیر آزمايشگاه هاینهاد هايی که توسطها و گواهیگزارش-0

 .شوندمی

 های خبری، بروشورها، تبلیغات و ...(ابزارهای ارتباطی )اسلايدهای ارائه، اطلاعیه-3

های های ويزيت، برگهها، کارتها، سربرگها، پوشه اسناد، دفترچهلیغاتی، تقويملوازم اداری سازمانی )هدايای تب-4

 ها، پیشنهاد قیمت و ...(حسابها، صورتيادداشت، فاکس

 ها و استندها، تابلوها، پوسترها و ...(آپ)رول هاهای رويدادمواد و نمايشگاه -5

 ای ايمیل و ...(ها، امضاهها، خبرنامهسايتوب کاربردهای آنلاين )-6

 IACLDنیز تابع قواعد استفاده از نماد  Accredited CAB Combined ILAC MRA Markاستفاده از نشان  ب(

 .خواهد بود و در نتیجه، دامنه کاربرد آن ممکن است محدودتر از موارد ذکرشده در بند الف باشد

دفتر نهاد با  می توان، ILAC MRA استفاده از نشاندر صورت وجود هرگونه سؤال يا نیاز به توضیح بیشتر درباره پ( 

 حاصل نمود. تماس IACLDاعتباربخش

 

  مدارک مرتبط 6

 IACLD-F19ی و استفاده از نشان های اعتباربخشی نامه اعتباربخشموافقت-7-6

 IACLD-F7 گواهینامه اعتباربخشی-0-6

  IACLD-P7فرآيند اعتباربخشی -3-6

 

 مراجع -7
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7-1-ISO/IEC 17011-2017: Conformity assessment -Requirements for accreditation bodies accrediting 

conformity assessment bodies 

7-2-ILAC P8:11/2023 ILAC Mutual Recognition Arrangement (Arrangement): Supplementary 

Requirements for the Use of Accreditation Symbols and for Claims of Accreditation Status by 

Accredited Conformity Assessment Bodies  

7-3-ILAC R4:10/2016 Use of the ILAC Logo and Tagline 

7-4-ILAC R7:05-2015: Rules for the Use of the ILAC MRA Mark 

7-5- ILAC R7-F1: Agreement for the use of the ILAC MRA Mark: The Agreement for the use of the 

ILAC MRA Mark is by and between ILAC and an accreditation body that is a signatory to the ILAC 

MRA.  

 

 تغييرات -8
 تغییرات بند /صفحه تاريخ رديف

 بندهاي  70/27/7423 

1 

4 

5-1 

5-2 

7 

 تمامی بندهای زير به مدرک اضافه شده است: ILAC MRAبا توجه به امضای 

 IACLDو لوگوی نهاد توسط نهاد ILAC MRA MARK استفاده از نشان -7

سط آزمايشگاه تو IACLDو نماد نهاد  ILAC MRA MARKاستفاده از نشان  -0

 IACLDاعتباربخشی شده  توسط 

 اين تغییرات در بندهای زير اعمال شده است

 هدف-7

 اصطلاحات و تعاريف -4

 خط مشی -5-7

 شرح الزامات-5-0

  مراجع-0

 كارگروه تدوين-9

 كارگروه تهيه/تجديدنظر مدرک

 تجديد/تهیه کارگروه

 )اسامی به ترتیب حروف الفبا(

 دکتر علیرضا لطفی کیان- دکتر اعظم کارخانه -دکترعلی شیرين-تر مريم سهل البیعدک –دکتر صغری روحی 

 شادی ادريس خانم

https://ilac.org/?ddownload=122335
https://ilac.org/?ddownload=122335
https://ilac.org/?ddownload=122335
https://ilac.org/?ddownload=120392
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1-Purpose 

The purpose of this document is to introduce the IACLD symbol and the criteria for using the symbol and 

the accreditation claim that accredited laboratory by IACLD is allowed to use. 

Additionally, this document sets out the criteria for the use of the combined ILAC MRA mark by 

accredited laboratories by IACLD, in accordance with IACLD’s status as a Full Member of ILAC and a 

signatory to the ILAC MRA. 

 

2- Scope  

This document is used in IACLD for accreditation of medical laboratories. 

 

3-Responsibility 

3-1 The Accreditation Executive manager is responsible for the implementation of this document. 

3-2 The Accreditation manager is responsible for general supervision over the implementation of this 

document. 

 

4-TERMS AND DEFINITIONS 

For the purpose of this document the terms and definitions given in;  

ISO/IEC 17011-2017: Conformity assessment — Requirements for accreditation bodies accrediting conformity 

assessment bodies 

And the following definitions apply: 
 

4-1-IACLD logo: 

The logo used by IACLD to identify itself. 

The logo used by IACLD to identify itself. It is displayed in dark blue color, with a solid image of the 

microscope, and the title Iranian Association of Clinical Laboratory Doctors is displayed in a semicircle, with 

abbreviated IACLD at the bottom. The logo is as follow: 
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4-2-IACLD Symbol: 

The symbol issued by IACLD for use by its accredited laboratory to indicate that it has been accredited and it is 

authorized to use IACLD Symbol. The color of the symbol is dark blue,  
It is displayed in dark blue color, with a hollow microscope in the middle, and the title Iranian Association of 

Clinical Laboratory Doctors is displayed in a semicircle, with abbreviated IACLD at the bottom, the code of 

accreditation certificate, and the link to access to the latest version of the accreditation certificate through the 

lab website. The IACLD symbol is as follow: 
 

 

IACLD-MLXX 

http://www.   .com 
 

 

4-3- ILAC MRA Mark: is registered as a word/device mark and is owned by ILAC. The ILAC MRA Mark is 

associated with the ILAC Mutual Recognition Arrangement (MRA) and can only be used on its own by ILAC 

and by Recognised Regional Cooperation Bodies. 
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4-4- Combined ILAC MRA Mark:  

a) The template of the Combined ILAC MRA Mark used by IACLD as the ILAC MRA signatory that is shown 

below. 

b) The ILAC MRA Mark and the IACLD accreditation body logo may appear above, below, or on either side of 

the ILAC MRA Mark, but they must be positioned close to each other. 

c) IACLD has obtained the required permission to use the Combined ILAC MRA Mark by coordinating with 

the ILAC Secretariat, signing the ILAC R7-F1 Agreement, and agreeing to the conditions set out in the ILAC 

R7 document. 

 

 
 

4-5. The Accredited CAB Combined ILAC MRA Mark for Laboratories Accredited by IACLD: 

 This is an optional mark for use by laboratories accredited by the accreditation body IACLD. 

 Laboratories accredited by IACLD are permitted to use this mark because IACLD is a signatory to the 

ILAC MRA and has signed the ILAC R7-F1 Agreement for the use of the ILAC MRA Mark. 

 This mark is a combination of the IACLD accreditation symbol and the ILAC MRA Mark. 

 The two marks must be used adjacent to each other, either side by side or one above the other, as 

presented in the box below. 

 It is essential that accredited laboratories preserve the proportions and design of the original template 

and refrain from distorting the marks in any way. 

 Medical laboratories accredited by IACLD that wish to use the Accredited CAB Combined ILAC MRA 

Mark shall obtain permission from the IACLD accreditation body. 

 Any laboratory accredited by IACLD intending to use the Accredited CAB Combined ILAC MRA 

Mark shall first agree to the terms of use of the mark before receiving authorization. 

 IACLD provides its accredited medical laboratories with the Combined ILAC MRA Mark in the format 

shown and in compliance with the provisions set forth in ILAC-R7. 

 Given that the ILAC MRA Mark is registered in the country, IACLD authorizes the use of the 

Accredited CAB Combined ILAC MRA Mark, and its accredited laboratories may also use the mark for 

activities conducted outside their country of residence. 
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Accreditation Certification No.: 
IACLD-MLXX 

http://www.   .com 
 

   

 

 

 

 
 5-Principles 

5-1 – IACLD Policy 
As the ILAC MRA signatory and signing the ILAC R7-F1 Agreement, IACLD uses the Combined ILAC MRA 

Mark in accordance with the conditions set forth in this document (which complies with the requirements of 

ILAC-R7). 

Additionally, the IACLD accredited medical laboratories are authorized to use the combined mark consisting of 

the IACLD symbol and the ILAC MRA Mark, under the conditions specified in this document. The process is 

subject to oversight by the IACLD accreditation body. 

 

5-2 – Description of Requirements  
5-2-1 – Rules for the use of Combined ILAC MRA Mark by IACLD 

1. Obtaining Official Authorization from ILAC: 

IACLD has received official authorization from ILAC through the ILAC Secretariat to use the ILAC 

MRA Mark. This authorization was granted following the signing of the ILAC-R7-F1 agreement and 

acceptance of the terms outlined in the ILAC-R7 document. 

2. Use of the Combined Mark: 

The use of the IACLD symbol and the combined accredited CAB ILAC MRA mark on reports, 

certificates, advertisements, or documents issued by accredited laboratories is only permitted within the 

scope of the accreditation certificate  of the lab .To this end, laboratories are required not only to display 

the complete image of their accreditation certificate on their website, but also to implement measures that 

ensure any claim of accreditation and use of the IACLD symbol or the combined accredited CAB ILAC 

MRA mark in media advertisements, reports, certificates, and documents is limited strictly to the 

accredited scope. For example, the laboratory may include a list of accredited tests by IACLD on the first 

or last page of the test result form, or at the top or bottom of test report pages. Or alternatively, it may 

indicate accredited tests directly on the test report ...by using phrases such as “Accredited test” next to 

the name of each test in the test report, or by any other appropriate method the laboratory chooses to 

fulfill this requirement. 

 

 



 تشخيص طبي ايران انجمن علمي دكتراي علوم آزمايشگاهي
Iranian Association of Clinical Laboratory Doctors 

 76 :71 :تعداد صفحات کاربری: نهاد اعتباربخشی  70/27/7423 تاريخ تجديد نظر: 02/20/70معتبر از تاريخ:  IACLD-P14:03 : مدرکشماره 

 P-Rules for use of accreditation symbols and other claims of accreditation و ادعاها استفاده از نماد اعتباربخشي روش اجرايي: ضوابط

 

3. Compliance with Reproduction Rules: 

The ILAC MRA Mark is used in accordance with the visual specifications set out in the ILAC-R7 

document. 

4. Geographical Limitations on Use: 

Since the ILAC MRA Mark is registered or pending registration in some countries, and conformity 

assessment bodies (CABs) are permitted to use the mark for activities conducted outside their country of 

establishment, IACLD supports its accredited laboratories with due consideration of this condition. 

5. IACLD Monitoring of Mark Use by Accredited Laboratories: 

IACLD, as the accreditation body, is responsible for monitoring the correct use of the ILAC MRA Mark 

by its accredited laboratories and will prevent any improper or misleading use. 

6. Agreement with IACLD-Accredited Laboratories: 

Accredited laboratories by IACLD is committed to fulfill accreditation requirements and conditions for 

the use of the IACLD symbol and ILAC MRA Mark by signing IACLD-F19 form. In case of non-

compliance with the requirements, the agreement will be appropriately terminated and a decision will be 

made regarding the laboratory's accreditation status. 

7. Discontinues of Use of any reference to that accreditation: 
upon withdrawal of lab accreditation, the lab discontinues to use of any reference to that accreditation. If 

there are changes in the status of the ILAC or the accreditation body, the lab discontinues to use the 

IACLD symbol and ILAC MAR Mark. 

the use of the ILAC MRA Mark will be reassessed and followed up in accordance with the latest 

applicable conditions. 

5-2-2-Rules for the use of the Accredited CAB Combined ILAC MRA Mark and IACLD Symbol 

1. The laboratory shall have a documented procedure for the following: 

a) Use of the IACLD symbol and the combined IACLD–ILAC MRA mark 

b) How accredited lab Claim about its accreditation condition in advertisement. 

2. The use of the IACLD symbol and the combined IACLD–ILAC MRA mark in reports, certificates, 

advertisements, or documents issued by accredited laboratories is permitted only within the laboratory’s 

scope of accreditation. 

Non-accredited labs are not authorized to use the IACLD symbol or the Accredited CAB Combined 

ILAC MRA Mark or to claim accreditation for parameters outside the scope of IACLD accreditation. 

If non-accredited parameters are not clearly identified or separated from those under accreditation in the 

reports/certificates/documents, those documents shall not display the IACLD symbol or the combined 

mark. 

3. Certificates and/or reports issued by IACLD-accredited laboratories within the scope of accreditation for 

medical laboratories must comply with the relevant requirements of ISO 15189 and IACLD. 

4. Clients, subcontractors, or any third party associated with the accredited laboratory are not permitted to 

use the IACLD accreditation symbol or the Accredited CAB Combined ILAC MRA. 

5. The IACLD symbol and/or any claim of accreditation, as well as the Accredited CAB Combined ILAC 

MRA, may only be used during the validity period of the laboratory’s accreditation certificate. 

6. The IACLD symbol and/or any claim of accreditation and use of  the Accredited CAB Combined ILAC 

MRA may be used only under the name and address for which the accreditation has been granted. 

7. When presenting the accreditation certificate, the IACLD-accredited laboratory must present the 

complete certificate, including the cover page and the pages listing the scope of accreditation. 

8. Use of the IACLD symbol and/or any claim of accreditation or the Accredited CAB Combined ILAC 

MRA shall not imply that IACLD is responsible for activities carried out by the laboratory. 

9. Claims of accreditation shall apply only to the specific location of the laboratory that is included in the 

scope of accreditation granted by IACLD, and not to other non-accredited locations. 

If the accredited laboratory changes location, it shall immediately cease the use of the IACLD symbol 
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and/or any claim of accreditation at the new location until IACLD verifies and approves the suitability 

of the new premises. 

10. The laboratory shall acknowledge and accept the provisions stated in this document by signing form 

IACLD-F19, which is the Agreement to Fulfill the Accreditation Body’s Requirements and the rules for 

the use of IACLD Symbol and the Accredited CAB Combined ILAC MRA. 

11. The IACLD takes suitable action to deal with incorrect or unauthorized claims of accreditation status, or 
misleading or unauthorized use of accreditation symbols and the accreditation body logo and other 
accreditation claim and the Accredited CAB Combined ILAC MRA Mark. Suitable actions can 
include requests for corrective action, suspension, withdrawal of accreditation, publication of 
the transgression and, if necessary, legal action.  

12. A laboratory whose accreditation certificate has been withdraw the lab has not permitted to use of any 

reference to that accreditation including use of IACLD symbol and ILAC MRA Mark in reports or 

advertisements as an IACLD-accredited laboratory. Continued use will be considered misuse. In such 

cases, the IACLD will act as follows: 

 Issuing a written warning 

 Public announcement via the IACLD website stating the laboratory’s claim is not valid 

 IACLD’s response to stakeholders will be: “The laboratory’s claim is not approved by IACLD and 

constitutes false or misleading information.” 

 Refusal to provide accreditation services to the laboratory in question for five years as an applicant, and 

placement on the blacklist. 

 Legal proceedings to protect the IACLD symbol and the Accredited CAB Combined ILAC MRA 

through appropriate legal channels 

 

5-2-3-Examples of Use of the ILAC MRA Mark 
A non-exclusive list of permissible uses of the ILAC MRA Mark, both by ILAC MRA signatory accreditation 

bodies and their accredited Conformity Assessment Bodies (CABs), in accordance with the rules set out in 

ILAC-R7, is provided below as an example to help accreditation bodies see the opportunities for promoting the 

ILAC Arrangement through the use of the ILAC MRA Mark: 

1. Accreditation documents, such as scopes of accreditation and accreditation certificates. 

2. Reports and certificates issued by accredited Conformity Assessment Bodies, such as accredited medical 

laboratories. 

3. Communication tools (presentation slides, press releases, brochures, advertisements, etc.). 

4. Corporate stationery (promotional gifts, calendars, document folders, notebooks, letterheads, business 

cards, compliment slips, faxes, invoices, quotations for work, etc.). 

5. Event materials and displays (pop-up banners and stand displays, signage, posters, etc.). 

6. Online applications (websites, newsletters, email signatures, etc.). 

The use of the Accredited CAB Combined ILAC MRA Mark is also governed by the rules for the use of the 

accreditation symbol of the ILAC MRA signatory, and therefore, its permitted applications may be more 

limited than those listed in item a) above. 

For any queries or further clarification regarding the use of the ILAC MRA Mark, the IACLD accreditation 

body office may be contacted. 

 

6-Relevant Documents 

6-1-IACLD-F19, Accreditation Agreement    



 تشخيص طبي ايران انجمن علمي دكتراي علوم آزمايشگاهي
Iranian Association of Clinical Laboratory Doctors 

 71 :71 :تعداد صفحات کاربری: نهاد اعتباربخشی  70/27/7423 تاريخ تجديد نظر: 02/20/70معتبر از تاريخ:  IACLD-P14:03 : مدرکشماره 

 P-Rules for use of accreditation symbols and other claims of accreditation و ادعاها استفاده از نماد اعتباربخشي روش اجرايي: ضوابط

 

6-2-IACLD-F7, Accreditation Certificate 

6-3-IACLD-P7, Accreditation Process 

 

7- References 

7-1-ISO/IEC 17011-2017: Conformity assessment -Requirements for accreditation bodies accrediting 

conformity assessment bodies 

7-2-ILAC P8:11/2023 ILAC Mutual Recognition Arrangement (Arrangement): Supplementary Requirements 

for the Use of Accreditation Symbols and for Claims of Accreditation Status by Accredited Conformity 

Assessment Bodies  

7-3-ILAC R4:10/2016 Use of the ILAC Logo and Tagline 

7-4-ILAC R7:05-2015: Rules for the Use of the ILAC MRA Mark 

7-5- ILAC R7-F1: Agreement for the use of the ILAC MRA Mark: The Agreement for the use of the ILAC 

MRA Mark is by and between ILAC and an accreditation body that is a signatory to the ILAC MRA 

 

8- Changes 

 

9-Working Group 

 

 

 

 

 

 

No Date page/ clause Changes 

1 1401/10/9 
(12/30/2022) 

Clauses:: 

1 

4 

5-1 

5-2 

7 

 Following the signing of the ILAC MRA, all of the following 

clauses have been added to the document: 

1. Use of the ILAC MRA Mark and the IACLD logo by 

IACLD  

2. Use of the ILAC MRA Mark and the IACLD symbol by 

IACLD accredited laboratories  

These changes have been applied to the following sections: 

1-Purpose 

4-Terms and Definitions 

5-1. IACLD Policy 

5-2. Description of Requirements 

7-References 

Preparation / Revision Working Group  

Mrs.Shadi Edris Dr. Soghra Roohi-Dr. Azam karkhaneh-Dr. Maryam Sahlolbei- Dr.Ali 

Shirin-Dr. Alireza Lotfikian 
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