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Accreditation Body of Iranian Association of
Clinical Laboratory Doctors (AB-IACLD)

herewith confirms that :

Medical Laboratory:

Sabour Medical laboratory

Address: Shahid Karamy Alley, South Saadi
Street, Ilam, Ilam provinee, Iran

Post code: 6931976381

Tel: 084 -33366000-8000-9000

Fax : 084-33332399

E-mail/Website :

Sabourlab@yahoo.com
WWW.DSL-ILAM.COM

This laboratory is accredited in accordance with
ISO 15189:2022 and has fulfilled the requirements
for accreditation within the scope in the appendix
of this document
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Appendix- Scope of Accreditation Sabour Medical Laboratory
* A star mark indicates “Extended” items in the scope
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Reference:
National, International
Gl Standards/
No | Discipline | Analyte/Test | Test sample | Test Method bk
Equipment/
1 Clinical : g
Chemisty Glucose Serum Enzymatic GOD-PAP/ Dirui CS 400
2 Clinical Urea Suile B Urease /GDH(UV) / Dirui
Chemistry Y CS 400
. C(}:llel:qlicsetlt{y Creatinine Serum Enzymatic Jaffe/ Dirui S 400
4 Clinical . Cholesterol Oxidase
Chemistry Fpleierl Do ey matic /Peroxidase / Dirui CS400
5 Clinical ) . J : A
Chemistry Triglycerides Serum Enzymatic Lipase /(UV)/ Dirui CS400
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Appendix- Scope of Accreditation Sabour
* A star mark indicates “Extended”

Medical Laboratory
items in the scope
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Reference:
National, International
e Standards/
No | Discipline | Analyte/Test Test sample | Test Method ToHrbiah meoti st
Equipment/
6 Clinical HDL 8 m Enzvmatia Direct Homogenous/ Dirui
Chemistry Cholesterol =t CS400
7 Clinical LDL Sa Brsvmatic Direct homogenous/ Dirui
Chemistry Cholesterol Y CS400
8 C(l:ul:lrr:icsatlly Uric Acid Serum Enzymatic Phosphoturé:gsszg 0A01d/ s
Clinical , ; Cresolphthalein Complexon
9 Cherffitry Calcium Serum Photometric (CPC)/ Dirui CS400
Clinical : Ammonium Molybdate /UV
10 Chenistry Phosphorus Serum Photometric /Dirui CS400
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Appendix- Scope of Accreditation Sabour
* A star mark indicates “Extended”

Medical Laboratory
items in the scope
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Reference:
National, International
No | Discipline | Analyte/Test | Test sample | Test Method Teae
P Y i In-house methods/
Equipment/
s 3 : P-Nitro Phenyl
11 C(}:llelrrrlllicsid P}i‘) lskaﬁ:tlzse Serum lE(rlzzliflrer}[?:)c Phosphate(pNPP) Kinetic/
- p Dirui CS400
Clinical Enzymatic AST/MDH (without PLP)
12 Chemistry el & (Kinetic) /Dirui CS400
Clinical : Enzymatic ALT/LDH (without PLP)
L30E . Cheomic ™ i Serugg PKinetic) /Dirui CS400
Clinical Enzymatic Hexokinase/G6PD with
14 1 Cherhly s S0 Bnetic) NAC/Dirui CS400
Clinical Enzymatic Pyruvate Substrate /Dirui
1551 Chemisey - deium (Kinetic) CS400
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Appendix- Scope of Accreditation Sabour

Medical Laboratory

* A star mark indicates “Extended” items in the scope
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Reference:
National, International
i Standards/
No | Discipline | Analyte/Test Test sample | Test Method i L s
Equipment/
Clinical Enzymatic Maltoheptaose (G7) with
18 0 Chemintry g lase g (Kisetic) Ethylene /Dirui CS400
Clinical Ay : Dichleroaniline (DCA)/ Dirui
17 Chemistry Bilirubin Total Serum Photometric CS400
Clinical P d Eod : Dichloreaniline (DCA)/ Dirui
18 Chemikify Bilirubin Direct Serum Photometric CS400
19 Cllm'c g Iron Serum Colorimetric Ferene / Dirui CS400
Chemistry ;
Clinical ! . : Bromcresol Green (BCG)/
20 Chagustty Albumin Serum Colorimetric Dirui CS400
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* A star mark indicates “Extended” items in the scope
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Reference:
Tent National, International
@ oadid es Standards/
No | Discipline | Analyte/Test satiplb Test Method ARl
Equipment/
Clinical : Colorimetric Biuret Green (BCG)/ Dirui
21 Chemisty Total Protein Serum CS400
Clinical : . G Enzymatic (Kinetic) Dirui
22 Ehiamistey Lipase Serum Enzymatic (Kinetic) CS400
Clinical s e : Immunoturbidometric
23 Chemishe Fe.rrltm Serum Immunoturbidimetric Dirui CS400
Clinical ) . .
24 Cherggtey Mg Serum Photometric Xylidlyl Blue Dirui CS400
Clinical . Y‘—Glutamy1;4-Nitroani1ide /
25 | cnoMietry e ferug RO Dirui CS400
Clinical | B
26 CHOWBstry HbA1C Whole Blood Enzymatic Enzymatic Dirui CS044
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* A star mark indicates “Extended” items in the scope

Medical Laboratory
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Reference:
Test National, International
. es Standards/
No | Discipline | Analyte/Test bl Test Method Wt
Equipment/
Electrical Impedance, Sysmex KX 21N
Whole
2 Hematology WBC Blood
L Laser light scatter Mindray BC 5800
+Chemical dye method ; Y
Whole : Sysmex KX 21N & Mindray
28 | Hematology RBC Blood Electrical Impedance . BC 5800
Non-Cyanide Hemoglobin Sysmex KX 21N
29 | Hematology | Hemoglobin o —
Blood : : g
e Mindray 5800 BC
SLS-Hb L
: Whole Sysmex kx21N & Mindray
30 | Hematology Hematocrit Blood Calculated BC 5800
Whole - Sysmex kx21N & Mindray
31 | Hematology Platelet Blood Electrical Impedance _ BC'5800
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Reference:
National, International
No | Discipline | Analyte/Test | Test sample Test Method I n_hsotfsr;d;ﬁio s/
Equipmgnt/
Electrical Sysmex kx21N & Mindray BC
32 Hematology MCV Whole Blood friibedace 5800
33 Hematology MCH Whole Blood Calculated S 22 1;56 Miigay BE
34 Hematolley MCHC Whole Blood Calculated Sysmex kx2 I;I; (()?‘(’,) Mindray BC
Complete Blood Iile:g;ile Sysmex kx21N
35 H | Cell Count Whole Blood P :
cqgaaroey (CBC) with Laser light scatter
Differential +Chemical dye Mindray BC 5800

method

1\°‘ Cllnicc’
8
§ BT %
& 3
5 . g
(R SR
= JACLD ¢

e
\\‘\“\‘ g,

ll/’/
W

6

)

7

N

»
///”/“h‘\\\\\\

https://ab.iacld.com/ -Tel:: (+98 21) 88988649— 88970700-FAX: (+98 21) — 88970700

IACLD-F7:02
Page 8 of 9




Accreditation Criteria:
INSO-ISO 15189(2" revision:2025)
=IS015189:2022
Accreditation Certificate No.:
IACLD-ML07:01

Issue Date:04/16/2022

Scope Extention Date:
Renewal Date:07/30/2024
Expiry Date:07/30/2026
Scope of accreditation:

in the appendix

w
<
c

=
=
©
oy
ot

O‘ Cﬁnica/

%
S
-

o

AN
&
O
[~}
7]

[
TACLD

o5 3 oldila T il jliie | Aalina )
Medical Laboratory
Accreditation Certificate

o

Sioys0Q

P et liel L

VOVAR 53 ol o laibisd

(1F+¥pgo yai ayuxi)

: ot Ll aaliale® o Lt
TIACLD-ML07:01

VENANE ¢ aslewles joue &)U
asals yioli8l Fu b5

VE- Y BIA :anlonlss ayuzs &,

VE- /-0 A aslialy Lol anils & s

Appendix- Scope of Accreditation Sabour Medical Laboratory
* A star mark indicates “Extended” items in the scope

By Yo L,’.Ja EIVE I o'.i.’.".;.Laﬂ S )L..c‘ M‘a—w%}
ol Hlael asels  oli8l oasns Hlas o o lin sla cays

Reference:
National, International
L Standards/
No | Discipline | Analyte/Test | Test sample | Test Method e
. Equipment/
: Microscopic, : ;
36| Bacteriology | ( MLNGF ture Urine Culture DSL~ SOP-TD-09-027
Biochemical
Antimicrobial
2y Bacteriology Susceptibility Urine Disk Diffusion DSL- SOP-TD-09-027
Testing ;
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